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NATIONAL FOREWORD 

This Indian Standard which is identical with ISO 5367 : 2000 'Breathing tubes intended for use with 
anaesthetic apparatus and ventilators' issued by the International Organization for Standardization (ISO) 
was adopted by the Bureau of Indian Standards on the recommendation of the Anaesthetic, Resuscitation 
and Allied Equipment Sectional Committee and approval of the Medical Equipment and Hospital Planning 
Division Council. 

This standard was first published in 1 985 as IS 1 1 363 based on ISO 5367 : 1 985. ISO 5367 has since 
been revised in 1 991 and 2000. This standard is now being published in a single number as IS/ISO based 
on ISO 5367 : 2000 to align with the latest international practices. This standard will, therefore, supersede 
IS 1 1 363 : 1 985 Tubes, breathing for anaesthetic apparatus and ventilators' and after the publication of 
this standard IS 1 1 363 shall be treated as withdrawn. 

This standard is one of a series dealing with anaesthetic and respiratory equipment. It is primarily concerned 
with basic requirements for breathing tubes. In this standard all sizes of the breathing tubes are included. 
Breathing tubes are characterized by the rated flow that a manufacturer claims can be achieved without 
exceeding specified limits for resistance. The requirements also include means of connection and several 
test methods. 

This standard includes requirements for both single-use and re-usable breathing tubes. Re-usable breathing 
tubes are intended to comply with the requirements of this standard for the recommended product life. 

Certain tests are performed under constant pressure to simplify the test methodology. It is recognized that 
this does not reflect clinical use, when pressure is (only) intermittent and peak pressures occur for short 
periods. The limits set in the test methods take this into account. Whilst such test methods do not 
address product variability, the limits set also take this into account. 

Recommendations for materials and design are given in Annex G. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is 
particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice is 
to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards which are to be substituted in their respective places are 
listed below along with their degree of equivalence for the editions indicated: 

International Standard Corresponding Indian Standard Degree of Equivalence 

ISO 41 35 : 1 999 Anaesthesiology - IS 1 3200 : 1 993 Anaesthesiology - Technically Equivalent 
Vocabulary Vocabulary 

ISO 5356-1 : 2004 Anaesthetic and IS/ISO 5356-1 : 2004 Anaesthetic Identical 

respiratory equipment — Conical and respiratory equipment — Conical 

connectors — Part 1: Cones and connectors: Part 1 Cones and 

sockets sockets 

( Continued on third cover) 
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Indian Standard 

BREATHING TUBES INTENDED FOR USE WITH 
ANAESTHETIC APPARATUS AND VENTILATORS 



1 Scope 

This International Standard specifies basic requirements for antistatic and non-antistatic breathing tubes and breathing 
tubing supplied to be cut to length, intended for use with anaesthetic apparatus and ventilators, humidifiers and 
nebulizers. It also applies to breathing tubes and Y-pieces supplied already assembled and to those supplied as 
components and assembled in accordance with the manufacturers' instructions. 

Provision is made for breathing tubes having ends incorporating adaptors with conical connectors (assembled ends) or 
with plain ends (either cylindrical or tapered). 

Breathing tubes for special purposes, such as those used with ventilators having special compliance requirements and 
coaxial lumen tubes, are outside the scope of this International Standard. 

2 Normative references 

The following normative documents contain provisions which, through reference in this text, constitute provisions of 
this International Standard. For dated references, subsequent amendments to, or revisions of, any of these 
publications do not apply. However, parties to agreements based on this International Standard are encouraged to 
investigate the possibility of applying the most recent editions of the normative documents indicated below. For 
undated references, the latest edition of the normative document referred to applies. Members of ISO and I EC 
maintain registers of currently valid International Standards. 

ISO 468, Surface roughness — Parameters, their values and general rules for specifying requirements. 

ISO 5356-1 , Anaesthetic and respiratory equipment — Conical connectors — Part 1 : Cones and sockets. 

ISO 1 0993-1 , Biological evaluation of medical devices — Part 1 : Evaluation and testing. 

ISO 1 1 607, Packaging for terminally sterilized medical devices. 

I EC 60601-1 :1 988, Medical electrical equipment — Part 1: General requirements for safety. 

EN 556:1 994, Sterilization of medical devices — Requirements for medical devices to be labelled "STERILE". 

3 Terms and definitions 

For the purposes of this International Standard, the following terms and definitions apply. 

3.1 

APL valve 

adjustable pressure-limiting valve 

pop-off valve 

pressure-limiting valve which releases gas over an adjustable range of pressures 

[ISO 4135] 
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3.2 
breathing tube 

non-rigid tube used to convey gases and/or vapours between components of a breatining system 

[ISO 41 35] 

3.3 
adaptor 

specialized connector to establish functional continuity between otherwise disparate or incompatible components, one 
end of which is intended to be inserted into the end of a breathing tube, the other end having a conical connector 
complying with ISO 5356-1 

3.4 
assembled end 

end of a breathing tube incorporating an adaptor 

3.5 
plain end 

end of a breathing tube designed to fit directly over a male conical connector complying with ISO 5356-1 

3.6 
patient end 

that end of the breathing tube which is intended to be connected to the Y-piece or other appropriate component 
near the patient 

3.7 
machine end 

that end of the breathing tube which is intended to be connected to the anaesthetic workstation, ventilator or other 
breathing attachment furthest from the patient 

3.8 
anti-static 

property of breathing tubes and any integrally attached components with electrical conductivity satisfying specified 
limits under the test conditions 

3.9 
compliance 

volume added per unit pressure increase when gas is added to an enclosed space, expressed at the temperature and 
humidity of that enclosed space and at an ambient atmospheric pressure 

[ISO 41 35] 

3.10 

patient connection port 

that opening at the patient end of a breathing system intended for connection of a device such as a tracheal or 
tracheostomy tube connector, a face mask, a laryngeal mask ainway or a cuffed oropharyngeal airway 

[ISO 41 35] 

3.11 

3-way breathing system connector 

Y-piece 

tubular connector with three ports, one of which is a patient connection port 

[ISO 41 35] 
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3.12 

swivel 3-way breathing connector 

swivel Y-piece 

specialized tinree-way connector winicin allows variation in the position of its three ports relative to each other 

[ISO 4135] 

3.13 
rated flow 

flow that the manufacturer claims results in an increase in pressure of not more than that specified in 4.5.1 or 4.5.2, 
as appropriate 

4 General requirements 

4.1 Re-usable breathing tubes 

Re-usable breathing tubes shall comply with the requirements of this International Standard throughout the 
recommended product life as specified in 8.2. 

4.2 Materials 

Breathing tubes, in their ready-for-use state after any preparation recommended by the manufacturer, shall satisfy 
appropriate biological safety testing, in accordance with ISO 1 0993-1 . 

NOTE Recommendations for materials are given in annex G. 

4.3 Design 

Breathing tubes, whether of corrugated construction or otherwise, shall have plain ends (cylindrical or tapered) and/or 
assembled ends incorporating 22 mm or 15 mm conical connectors complying with ISO 5356-1 . 

NOTE 1 A loop for suspending the tube may be provided near one of the ends. 

NOTE 2 The ends of breathing tubes may be constructed to engage with the recess at the base of a 22 mm male conical 
connector. 

NOTE 3 Recommendations for design are given in annex G. 

4.4 Length 

4.4.1 The length of breathing tubes shall be designated by their nominal overall length, expressed in metres, 
when measured in the resting condition (without being held under tension), lying on a horizontal surface. Breathing 
tubes intended to be extended when used shall be designated by both the unextended and extended lengths. 

4.4.2 The designated length of breathing tubes provided integrally attached to a Y-piece shall include the length 
of the Y-piece and any assembled ends. 

4.4.3 The actual length shall be within 1 % of the designated length. 

4.5 Resistance to flow 

4.5.1 The manufacturer shall determine the rated flow to be marked. 

4.5.2 When a breathing tube supplied ready for use (with assembled ends and Y-piece, if provided) is tested in 
accordance with annex A using the rated flow marked by the manufacturer [see 7.2 d) and 7.3 d)], the increase in 
pressure shall not exceed 0,2 kPa. 
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4.5.3 When breathing tubing supplied to be cut to length is tested in accordance with annex A using the rated 
flow marked by the manufacturer [see 7.2 e) and 7.3 e)], the increase in pressure shall not exceed 0,1 kPa per 
metre length of tubing. 

4.6 Means of connection 

4.6.1 Plain ends of tubes 

4.6.1.1 The axial length (/i) of plain ends of breathing tubes [see Figure 1 a)], excluding those specified in 
4.6.1 .2, shall be not less than 21 mm for breathing tubes intended to engage with 22 mm male conical connectors 
or not less than 14 mm for breathing tubes intended to engage with 15 mm male conical connectors. 

4.6.1.2 The axial length (I2) of plain ends of breathing tubes that incorporate an internal ridge [see Figure 1 b)], 
intended to engage with the recess at the base of a 22 mm male conical connector as specified in ISO 5356-1, 
shall be not less than 26,5 mm. 

4.6.1.3 When tested as described in annex B, plain ends of breathing tubes shall not become detached from 
the appropriate male conical connector at a force of less than 40 N. 




>^ vy \^ 
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Figure 1 — Axial length of plain end of breathing tube 



4.6.2 Adaptor 



The end of the adaptor that is not intended for attachment to the breathing tube shall have a 22 mm or 15 mm conical 
connector complying with ISO 5356-1 . 

4.6.3 Assembled end 

When tested as described in annex C, the adaptor shall not become detached from the tube at a force of less than 
45 N. 

NOTE For the purpose of this requirement, a Y-piece provided integrally attached to a breathing tube is regarded as an 

adaptor. 



4.6.4 Breathing tubes integrally attached to a Y-piece 

If breathing tubes are supplied in pairs integrally attached to a Y-piece, the patient connection port of that Y-piece shall 
be a 22 mm male/15 mm female coaxial or 15 mm female conical connector complying with ISO 5356-1 . 
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4.7 Leakage 

4.7.1 When tested in accordance with annex D, breathing tubing supplied to be cut to length shall not leak at a 
rate of more than 1 ml-min-i per metre length of tubing. 

Care should be taken when performing the test to exclude the possibility of leaking between the tubing and the 
apparatus. 

4.7.2 When tested in accordance with annex D, single breathing tubes shall not leak at a rate of more than 
25 ml-min-1. 

4.7.3 When tested in accordance with annex D, breathing tubes supplied in pairs integrally attached to a 
non-swivel Y-piece, shall not leak at a rate of more than 50 ml-min-i. 

4.7.4 Breathing tubes with integrally attached specialized adaptors, e.g. a swivel Y-piece, shall either: 

a) not leak at a rate of more than 50 ml-min-i when tested in accordance with annex D, or 

b) be marked with the leakage rate determined in accordance with annex D [see 7.2 f) and 7.3 f)]. 

4.7.5 Breathing tubes marked in accordance with 4.7.4 b) shall have a marked leakage rate of not more than 
150 ml-min-1. 

4.7.6 The actual leakage rate of breathing tubes marked in accordance with 4.7.4 b) shall not be more than 10 % 
greater than the marked leakage rate. 

4.8 Increase in flow resistance with bending 

When tested in accordance with annex E, the pressure at the rated flow when the breathing tube is suspended over the 
metal cylinder shall not exceed 1 50 % of the value obtained with the tube straight. 

4.9 Compliance 

The compliance of breathing tubes at a pressure of 6 kPa shall not exceed 1 ml-kPa-i per metre length of tube when 
tested in accordance with annex F. 



5 Prevention of electrostatic charges 

5.1 Antistatic breathing tubes and any integrally attached components [see 7.2 c)] shall comply with the 
requirements for prevention of electrostatic charges specified in subclause 39.3 b) of lEC 60601-1:1988. 

5.2 Breathing tubes coloured black shall be antistatic and comply with 5.1 . 

6 Requirements for breathing tubes supplied sterile 

6.1 Sterility assurance 

Breathing tubes supplied and marked "STERILE" shall satisfy the requirements of 4.1 of EN 556:1 994. 

6.2 Packaging of breathing tubes supplied sterile 

6.2.1 Breathing tubes supplied and marked "STERILE" shall be contained in an individual pack. 
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6.2.2 The pack shall serve as an effective barrier to the penetration of microorganisms and particulate matter in 
accordance with ISO 11 607. 

6.2.3 The pack shall not permit reclosure without clearly revealing that it has been opened. 

7 Marking 

7.1 General 

Marking of breathing tubes, unit packs and shelf or multi-unit packs, and information to be supplied by the 
manufacturer should comply with EN 1 041 . 

The requirements of 7.2 and 7.3 may be met by use of the appropriate symbols as given in ISO 7000 and EN 980. 

7.2 Marking of breatliing tubes intended for re-use 

Breathing tubes intended for re-use shall be legibly and durably marked with the following information: 

a) the name and/or trademark of the manufacturer and/or supplier; 

b) the batch number; 

c) for breathing tubes and integrally attached non-metallic components made of antistatic materials, the word 
"ANTISTATIC"; 

NOTE They may also bear a continuous indelible yellow-coloured marking throughout their length. 

d) for breathing tubes supplied ready for use, the rated flow, expressed in accordance with 7.4 and marked in 
accordance with the following example: 

30l-min-i, 0,2 kPa 

e) for breathing tubing supplied to be cut to length, the rated flow per metre length of tube, expressed in 
accordance with 7.4 and marked in accordance with the following example: 

30 l-min-1, 0,1 kPa-m-i. 

f) for breathing tubes to be marked in accordance with 4.7.4 b), the leakage rate, expressed as millilitres per 
minute. 

7.3 l\/larking of packages 

Packages containing breathing tubes intended for single use shall be marked with the information given in 7.2. If 
appropriate, a 'use-by' date should be given. 

Packages shall additionally be clearly marked with the following: 

a) the word "STERILE" if appropriate; 

b) the words "single use" or equivalent, if appropriate; 

c) the designated length, in accordance with 4.4; 
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d) for breathing tubes supplied ready for use, tine rated flow, expressed in accordance with 7.4 and marked in 
accordance with the following example: 

30l-min-i, 0,2 kPa 

e) for breathing tubing supplied to be cut to length, the rated flow per metre length of tube, expressed in 
accordance with 7.4 and marked in accordance with the following example: 

30l-min-i, 0,1 kPa-m-i. 

f) for breathing tubes to be marked in accordance with 4.7.4 b), the leakage rate expressed as millilitres per 
minute. 

7.4 Expression of rated flow 

Rated flows of less than 10 l-min-i shall be expressed to the nearest 0,5 l-min-i. 
Rated flows of 10 l-min-i to 30 l-min-i shall be expressed to the nearest 1 l-min-i . 
Rated flows of greater than 30 l-min-i shall be expressed to the nearest 5 l-min-i. 

8 Information to be supplied by the manufacturer 

8.1 The manufacturer shall, when requested, provide information on the recommended maximum working 
temperature of the breathing tube when attached to a heated humidifier. 

8.2 Unless the breathing tube is intended and marked as being for single use, the manufacturer shall provide 
details of recommended methods of cleaning and disinfection or sterilization, and the maximum number or period 
of re-uses. 
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Annex A 

(normative) 

Measurement of resistance to air flow 



A.1 Principle 

The resistance to air flow is tested by measuring tine pressure increase at tine rated flow through the breathing tube. 

A.2 Test piece 

The test is carried out on a breathing tube supplied ready for use, or a 1 m length of breathing tubing supplied to be cut 
to length. 

A.3 Apparatus 

A.3.1 Flow-measuring device, capable of measuring the rated flow of the breathing tube or the breathing 
tubing, and having an accuracy of 2,5 %. 

A.3.2 Pressure-measuring device, having an accuracy of 0,01 kPa. 

A.3.3 Buffer reservoir, comprising a sealed jar of 5 I capacity with a gas inlet placed near the bottom of the jar 
and a gas outlet placed at top of the jar (see Figure A.1). The outlet shall be funnel-shaped with an inside diameter 
greater than that of the breathing tube under test. A connection to the pressure-measuring device (A.3.2) shall be 
placed in the jar halfway between the gas inlet and gas outlet. 

NOTE Any transition in inside diameter between the outlet and the connector, if provided, and the breathing tube should be 

smooth to minimize turbulence of flow. 



A4 Procedure 

A.4.1 Breathing tubes intended to be extended when used shall be tested in the extended state. 

A.4.2 Carry out the test procedure at a temperature of (23 2) °C after conditioning the breathing tube, or 1 m 
length of breathing tubing, at this temperature for at least 1 h. 

A.4.3 Set up the apparatus (A.3.3) as shown in Figure A.1 , but without the breathing tube attached. Adjust the air 
flowrate to the rated flow stated by the manufacturer and maintain for 30 s (A.3.1). Record the reading {p-\) on the 
pressure-measuring device (A.3.2). 

A.4.4 Fit the breathing tube, including integral connectors if present, over the outlet of the buffer reservoir (A.3.3) 
using an appropriate connector. For breathing tubes supplied in pairs integrally attached to a Y-piece, occlude one 
limb at its machine end. Secure the free end of the tube being tested, so that it is held straight and not constricted. 

A.4.5 Adjust the air flowrate to the rated flow stated by the manufacturer and maintain it for 30 s. Record the 
reading (p2) on the pressure-measuring device (A.3.2). 

A.4.6 Calculate the increase in pressure due to the breathing tube (p2-p)), expressed in kilopascals, and record 
the value. 

8 
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A.4.7 For breathing tubes supplied in pairs integrally attached to a Y-piece, repeat the procedure given in A. 4.4 
to A.4.6 using the second limb with the first limb occluded at its machine end. Record the higher of the values for 
the two limbs tested. 



A.5 Expression of results 

For breathing tubes supplied ready for use, express the increase in pressure {p2-p-\) in kilopascals. 

For breathing tubing supplied to be cut to length, express the increase in pressure (p2 - p{) in kilopascals per metre 
length of tubing. 




Key 

1 
2 
3 

4 



Air from flow-measuring device 

Breathing tube 

Pressure-measuring device 

Adaptor with conical connector, if provided 



5 Conical connector 

6 Outlet 

7 Buffer reservoir 



Figure A.I — Typical apparatus for measuring resistance to air flow 
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Annex B 

(normative) 

Test for security of attachment of plain end to appropriately-sized male 

conical connector 



B.1 Principle 

The security of attachment of a plain-ended breathing tube to an appropriately-sized male conical connector is tested 
by applying a tensile load along the linear axis of the end and noting whether the end becomes detached from the 
connector at a specified force. 

B.2 Test piece 

The test is carried out on a breathing tube with a plain end. 

B.3 Apparatus 

B.3.1 Means of applying a tensile load, of not less than 40 N, at a rate of (50 5) mm-min-i along the linear 
axis of the tube at least 1 50 mm from the end of the tube. 

B.3.2 Means of measuring the applied tensile load (B.3.1 ), with an accuracy of 2 N. 

B.3.3 A 22 mm or 15 mm male conical test connector, as appropriate, made of metal with recess in the case 
of a 22 mm connector, dimensioned as specified in ISO 5356-1 and having a surface roughness of 0,8 i^m 
(roughness number N6) when determined in accordance with the requirements specified in ISO 468. 

B.4 Procedure 

B.4.1 Garry out the test procedure at a temperature of (42 3)°G after conditioning the breathing tube at this 
temperature and at not less than 80 % relative humidity for at least 1 h. 

B.4.2 Engage the end of the breathing tube over the test connector (B.3.3) by wetting the end in distilled water 
and fitting it over the test connector so that the entire axial length of the connector is covered. Secure the conical 
test connector. 

B.4.3 Apply a tensile load (B.3.1) at a rate of (50 5) mm-min-i at a point not less than 150 mm from the end of 
the tube, along the linear axis of the tube, and note whether the tube becomes detached from the male conical test 
connector at a force of less than 40 N. 



10 
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Annex C 

(normative) 

Test for security of attachment of adaptor to breathing tube 



C.1 Principle 

The security of attachment of an adaptor to a breathing tube is tested by applying a tensile load along the linear axis of 
the assembled end and noting whether the adaptor becomes detached from the body of the breathing tube at a 
specified force. 

C.2 Test piece 

The test is carried out on a breathing tube with an assembled end. 

C.3 Apparatus 

C.3.1 Means of securing the adaptor of the assembled end of the breathing tube, so that the adaptor is not 
distorted and withstands a tensile load of > 45 N applied for 1 min along the linear axis of the tube at least 150 mm 
from the end of the tube. 

C.3.2 lUleans of measuring the applied tensile load (C.3. 3), with an accuracy of 2 N. 

C.3.3 Means of applying a tensile load, of not less than 45 N at a rate of (50 5) mm-min-i along the linear 
axis of the assembled end of the tube. 



C.4 Procedure 

C.4.1 Carry out the test procedure at a temperature of (42 3) °C after conditioning the breathing tube at this 
temperature and at not less than 80 % relative humidity for at least 1 h. 

C.4.2 Secure the adaptor (C.3.1 ) so that the part incorporated into the breathing tube is not distorted. 

C.4.3 Apply a tensile load (C.3.3) at a rate of (50 5) mm-min-i at a point not less than 150 mm from the end of 
the tube along the linear axis of the tube, and note whether the tube becomes detached from the adaptor at a force 
of less than 45 N. 



11 
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Annex D 

(normative) 

Test for leakage 



D.1 Principle 

Leakage is tested by applying and maintaining an internal gas pressure by introducing air into a tube, and recording the 
flow of air required to maintain that internal pressure. This will test leakage from the body of the breathing tube; in the 
case of breathing tubes with assembled ends, from the tube, the adaptor and their connection; and in the case of 
breathing tubes with plain ends, from the connection of the breathing tube to an appropriately-sized male conical 
connector. 



D.2 Test piece 

The test is carried out on a breathing tube. 

D.3 Apparatus 

D.3.1 Means of applying and maintaining an internal gas pressure of (6 0,3) kPa. 

D.3.2 IVIeans of conditioning the breathing tube and carrying out the test procedure at a temperature of 
(23 2) °C. 

D.3.3 IVIeans of recording the flowrate of air required to maintain the specified internal gas pressure in the tube 
being tested, accurate to within 5 % of the flowrates indicated in 4.7. 

D.3.4 An appropriately-sized male conical test connector, as in B.3.3. 

D.4 Procedure 

D.4.1 Breathing tubes intended to be extended when used shall be tested in the extended state. 

D.4.2 For breathing tubing supplied to be cut to length, cut a suitable length of not less than 1 m as the test 
piece. 

D.4.3 Carry out the test procedure at a temperature of (23 2) °C after conditioning the breathing tube at this 
temperature for at least 1 h. 

D.4.4 Engage the end of the single breathing tube, or length of breathing tubing, over the test connector as in 
B.4.2, closing off one end. 

D.4.5 If testing breathing tubes supplied in pairs integrally attached to a Y-piece, engage the end of one limb of 
the breathing tube over the test connector as in B.4.2, occluding the other two openings and APL valve, if fitted. 

D.4.6 Apply an internal gas pressure (D.3.1) of (6 0,3) kPa by introducing air into the breathing tube and allow 
the pressure to stabilize. Record the flowrate of air (D.3.3) required to maintain that internal gas pressure. 



12 
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D.5 Expression of results 

D.5.1 Express the flowrate of air required to maintain tine specified internal gas pressure in millilitres per minute. 

D.5.2 For breatlning tubing supplied to be cut to length, express the result in millilitres per minute per metre length 
of tubing. 



13 
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Annex E 

(normative) 

Test for increase in flow resistance with bending 



E.1 Principle 

The resistance to air flow witin tine tube straigint is determined as in annex A. Tine increase in flow resistance of a tube 
with bending is tested by suspending the tube over a metal cylinder of small diameter and attaching masses to the 
ends of the tube in order to maintain the breathing tube in contact with half the circumference of the cylinder. The air is 
introduced into the tube at the rated flowrate stated by the manufacturer and the increase in pressure is recorded. 

E.2 Test piece 

The test is carried out on a breathing tube. 

E.3 Apparatus 

E.3.1 Metal cylinder, having a diameter of 2,5 cm. 

E.3.2 Pair of weights, of mass just sufficient to maintain the breathing tube in continuous contact over half the 
circumference of the metal cylinder (E.3.1). 

E.3.3 Flow-measuring device, pressure-measuring device and buffer reservoir, as specified in A.3. 

E.3.4 Means of introducing air at the rated flow stated by the manufacturer, at a temperature of (42 3)°C, 
into the end of the breathing tube. 

E.4 Procedure 

E.4.1 Breathing tubes intended to be extended when used shall be tested in the extended state. 

E.4.2 Carry out the test procedure at a temperature of (42 3) °C after conditioning the breathing tube at this 
temperature for at least 1 h. 

E.4.3 Connect the pressure-measuring device (E.3.3) to one end of the breathing tube. 

E.4.4 With the tube held straight and not constricted, introduce air at the rated flow (E.3.4) stated by the 
manufacturer at a temperature of (42 3)'<!) into the tube at the end at which the pressure-measuring device is 
connected. Record the pressure (p-\) after 30 s. 

E.4.5 Suspend the breathing tube over the metal cylinder (E.3.1) and attach weights (E.3.2) from each end of the 
tube, of mass just sufficient to maintain the tube in continuous contact over half of the circumference of the metal 
cylinder. 

E.4.6 Introduce air at the rated flow into the tube at the end at which the pressure-measuring device is 
connected. Record the pressure (p2) after 5 min. 

E.5 Expression of results 

Express p2 as a percentage of pi. 
14 
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Annex F 

(normative) 

Test for compliance 



F.1 Principle 

The compliance of the breathing tube is determined, after sealing off any leaks as previously determined in annex D, by 
inflating the tube to achieve a specified pressure and recording the volume of air required. 

F.2 Test piece 

The test is carried out on a breathing tube. 

F.3 Apparatus 

F.3.1 Means of inflating the tube with air, to a gauge pressure of (6 0,3) kPa, and recording the volume of 

air required. 

F.3.2 Pressure-measuring device, as specified in A.3.2. 

F.3.3 Means of ensuring free movement along the length of tube, (e.g. a water bath in which to float the 
tube). 

F.4 Procedure 

F.4.1 Determine the presence of any leakage of the test piece in accordance with annex D. Seal all leaks 
and retest until leakage is < 1 ml-min-i. 

F.4.2 Breathing tubes intended to be extended when used shall be tested in the extended state. 

F.4.3 Carry out the test procedure at a temperature of (42 3) °C after conditioning the test piece at this 
temperature for at least 1 h. 

F.4.4 Measure, at ambient pressure, the overall length of the test piece (F.2) as in 4.4, excluding the length of 
any connectors or Y-piece. 

F.4.5 Block one end of the breathing tube and mount the tube in such a manner so as not to impede movement, 
for example by floating it on water. If the breathing tube is supplied with an integral Y-piece, block the patient 
connection port. 

F.4.6 Connect the pressure-measuring device (F.3.2) to the open end of the tube. 

F.4.7 Inflate the test piece (F.2) with sufficient air to achieve a stable gauge pressure of (6 0,3) kPa and record 
the volume of air required. 

F.5 Expression of results 

Express the compliance of the tube in millilitres per kilopascal per metre length of tube. 
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Annex G 

(informative) 

Recommendations for materials and design 



G.1 Breathing tubes should be made of materials that are compatible (i.e. resistant to deterioration and have low 
absorption and permeability) with substances that they may contact in the intended use. 

CAUTION — Attention is drawn to the absorption of inhalational anaesthetic agents and other substances 
by breathing tubes. These agents and substances may be subsequently liberated and may pose a hazard. 
For breathing tubes of a laminated construction, there is a risk of internal de-lamination and bubble 
formation when they are exposed to inhalational anaesthetic agents. 

G.2 Unless designated and marked as being for single use, breathing tubes should be resistant to ordinary 
methods of cleaning, disinfection and sterilization recommended by the manufacturer. It is desirable that breathing 
tubes not intended for single use should withstand accepted methods of steam sterilization. 

G.3 There should be a smooth transition of the inside surface between the body of the breathing tube and the 
ends to minimize gas turbulence. 

G.4 If an internal coating is used, for example, to reduce resistance to gas flow or to prevent biofilm build-up, 
attention should be given to the need to reduce any particulate contaminants that may be present. 
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International Standard 
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evaluation of medical devices — 
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requirements for safety 
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Degree of Equivalence 
Identical 

Technically Equivalent 



The technical committee has reviewed the provisions of the following International Standards referred in 
this adopted standard and has decided that they are acceptable for use in conjunction with this standard: 



International/Other 
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ISO 7000 : 2004 
ISO 11 607-1 :2006 

ISO 11 607-2: 2006 

EN 556: 1994 

EN 980 : 2008 
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Title 



Graphical symbols for use on equipment — Index and synopsis 
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requirements for forming sealing and assembly processes 

Sterilization of medical devices — Requirements for medical devices to be labelled 
"STERILE" 

Graphical symbols for use in the labelling of medical devices 

Information supplied by the manufacturer with medical devices 



For the purpose of deciding whether a particular requirement of this standard is complied with, the final 
value, observed or calculated, expressing the result of a test, shall be rounded off in accordance with 
IS 2 : 1 960 'Rules for rounding off numerical values (revised)'. The number of significant places retained in 
the rounded off value should be the same as that of the specified value in this standard. 
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